Abstract: Different types of fill-level measurement systems exist in the market, but most of them imply some type of intrusion in the tank itself. In this paper, a reconfigurable system based on sound resonance for measuring the fill-level of a tank from the exterior is presented. A relation between sound resonance frequencies and the content of the tank has been found, especially as the tank gets closer to being full. A prototype has been created using reconfigurable technologies combined with wireless communications in order to control the system from an ad hoc application. With this prototype, the fill-level of different tanks has been measured with good resolution, especially when the tank is over half of its capacity.
Introduction
The automatization of industries, such as those related to agriculture or food, is under permanent development. These industries require new technologies to improve their operations, whether it be for an increase in production or for security reasons [1] . In this context, accurate tank level monitoring is of special interest. There are many studies addressing this issue, with some based on the use of the fluid as a dielectric of two capacitor plates [2] , and others using IR image processing [3] for detecting the tank level, or even based on the use of an optical fiber [4] whose signal is modulated according to the fluid level. Moreover, most of these methods require the introduction of part of the instrument into the tank and its direct interaction with the monitored fluid. In the case of thermal imaging, the cost of these systems makes them unpractical, as they require a thermal camera and intensive image processing computation [3] . Besides, the immersion of a probe in the liquid is, in many cases, unsuitable due to the measurement conditions (such as the presence of acids, high pressure or temperatures, corrosion, and contamination risks).
Other methods make use of radar or waveguides that are based on the reflection of signals in the liquid, as in References [5] [6] [7] . However, these systems are also expensive and need sophisticated technologies, and in the case of waveguides [7] , they do not avoid the interaction between the content and the measuring system. Systems using capacitive arrays have also been developed for non-liquid contents like grain. For example, capacitive measurements are used in References [8, 9] to measure the content flow and content level in pipes or tanks.
Acoustic signals and resonance are resources used in several works, such as in Reference [10] , where a speaker and a microphone inside a pipe are used to measure the level of a tank. A Helmholtz resonator is used in Reference [11] to determine the liquid volume inside the tank. In Reference [12] , the tank response to an acoustic excitation is used as a measurement of the level and density of the content.
This paper proposes a device that introduces advantages over these solutions, since it is a wireless measurement technique which obtains the liquid volume inside the tank in a non-intrusive way based its relationship with the resonance frequency. While the proposed solution is based on similar concepts to those used in Reference [12] , this last solution requires two separated transducers, which makes such a system complex to scale to big tanks. Thus, while there are already similar measurement systems, as seen in References [11, 12] , these systems imply higher costs than the proposed system. Additionally, the particular case of Reference [11] requires a specific tank size and geometry, while the proposed system is useful for any type of tank geometry and also for different tank materials. Moreover, the proposed system directly provides volume measurements rather than fluid height readings, which are usually provided by most systems. Therefore, the proposed system is a low-power, scalable solution for those industries in which continuous tank level monitoring is necessary. This device can be used in a distributed measuring system. Thus, each tank in an industry can have a measuring device connected via Bluetooth, WiFi or any other suitable protocol to a central node from which it is possible to read the load of each tank. In Figure 1 , a conceptual graph of the proposed system is shown. The olive oil industry can be used to demonstrate the advantages of this system. In this industry, the level of the tanks is checked on a daily basis through visual checks of a marked glass level meter. This time-consuming process can be reduced to checking in a smartphone or PC the state of all the tanks at the same time, even from a place far apart from the tanks.
The manuscript is divided into four parts. Following this introduction, Section 2 is devoted to the materials and methods involved in the implementation. Section 3 includes the results, which confirm the feasibility of the presented device, as well as the corresponding discussion. Finally, the main conclusions are presented in Section 4.
Materials and Methods

Physical Phenomena Involved and Model Derivation
The proposed system is based on acoustic waves generated in the tank-fluid system when the tank is hit by an instrument (described in the following), in a similar way to how bells are rung. Thus, the vibration frequencies observed on the tank's surface will depend on, in this case, the tank geometry and material, the fluid filling the tank and its physical properties, and the corresponding fill-level of the tank. This results in a complex mathematical model, mainly derived from two different phenomena. First is the vibration of the tank itself, which can be described through the theory of vibration of solids. This is of interest for a variety of fields, from the automotive industry to aerospace The olive oil industry can be used to demonstrate the advantages of this system. In this industry, the level of the tanks is checked on a daily basis through visual checks of a marked glass level meter. This time-consuming process can be reduced to checking in a smartphone or PC the state of all the tanks at the same time, even from a place far apart from the tanks.
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The proposed system is based on acoustic waves generated in the tank-fluid system when the tank is hit by an instrument (described in the following), in a similar way to how bells are rung. Thus, the vibration frequencies observed on the tank's surface will depend on, in this case, the tank geometry and material, the fluid filling the tank and its physical properties, and the corresponding fill-level of the tank. This results in a complex mathematical model, mainly derived from two different phenomena. First is the vibration of the tank itself, which can be described through the theory of Electronics 2018, 7, 378 3 of 14 vibration of solids. This is of interest for a variety of fields, from the automotive industry to aerospace research, also including civil engineering and musical instruments. However, this is a mathematically complex field, as shown by the general equation describing the vibration of a solid cylindrical shell, derived by Love [13] in 1888. In the case of generic tanks, the model will be even more complicated due to more complex geometries. Moreover, the presence of fluid in the tank further complicates the system's mathematical description, as it could be modeled as two separate tanks-one filled with fluid and the other filled with air-or with any other gas used in the system under measure.
On the other hand, the resonant cavities formed inside the tank, once again corresponding to both fluid and air, are a second source of acoustic vibration in the presented system. The geometric parameters of these cavities depend on the fill-level of the tank and the tank geometry, with one cavity size increasing as the tank is depleted, and the other one decreasing in volume, and vice versa. Simplifying the model of this sound resonance in the tank to a Helmholtz resonator [14] , and assuming a cylindrical tank, resonance frequencies could be simply described [15] to be proportional to the sound propagation speed, and inversely proportional to the length of the cavities. However, the phenomena described above are not independent, and the mathematical analysis of the acoustic resonance in the tank is a very complex problem due to the different interactions between the vibration of the tank, the sound transmission in the fluid, the interface between fluid and gas inside the tank, the fluid-tank and gas-tank interfaces, and the tank geometry. Additionally, physical parameters of the tank material and fluid, such as rigidity, density, bulk modulus, viscosity, and others, will also be factors in the mathematical model of the whole system. Thus, the presented instrument relies on a so-called calibration process of the tank under measurement, as it will be described in Section 3.1. This calibration process, which requires only to perform a series of acoustic measurements for a number of controlled fill-levels, will produce a model relating the volume of fluid to the resonance frequency, which will be later used as a transfer function relating excitation (knock) and response (acoustic vibration on the outer tank surface). The selected resonance frequency will simply be the one with higher amplitude, as discussed below, of those acoustically observed on the tank surface after the knock. Apart from its non-intrusive nature, simplicity, and applicability to any tank geometry, this procedure does not require the conversion from fluid height to fluid volume, which is usually needed for most alternative systems. The presented instrument directly measures the fluid volume.
Measurement Procedure
As will be further elaborated in Section 3.1, once the calibration process described above has been carried out and the model of the tank relating frequency and volume is available, the measurement process is composed of three stages:
• Knock: In this stage the tank is beaten, so it starts resonating at the fundamental frequency and its harmonics. The hit must be a fast, dry blow, in order to create a sound as clean as possible with no dumping of vibrations.
• Sampling: After the hit, using a piezoelectric microphone, the sound is captured and later digitized with an ADC (Analog-to-Digital Converter).
• Analysis: Finally, FFT (Fast Fourier Transform) is applied to the digital signal, which is analyzed to obtain the resonance frequency that is later compared to the tank resonance model in order to determine the fill-level of the tank.
The FFT Algorithm
For the FFT analysis, the chosen algorithm is a butterfly algorithm with decimation in time (DIT FFT), which is based on the decomposition of the N-point signal into two vectors with the pair and odd positions of the original vector [16] . This process is repeated until N scalar signals are obtained. Figure 2 illustrates this process. After that, it is possible to obtain the FFT combining the results with a sinus function that, as the discrete space is used, are the N-th roots of unity, = . Then the reconstruction of the spectrum is made, as shown in Figure 3 . 
Device Prototype
As a proof of concept of the proposed method, a portable prototype using reconfigurable electronics has been developed. Analog and digital reconfigurable technologies have been shown as ideal candidates for the implementation of smart instruments for biosignal acquisition and processing [17] , while new SoC devices, such as Cypress PSoC, are the core of low-cost reconfigurable platforms that can be used in different instrumentation applications [18] . In this way, thanks to its reconfigurable nature, the developed device can be adapted to different scenarios depending on the needs of calibration, alternative sensors or actuators, or even different tank sizes and materials. The main unit of the device is a PSoC 5 LP [19] , which integrates an ARM Cortex-M3 combined with FPAA-like and FPGA-like resources, thus providing a versatile and reconfigurable System-on-Chip approach. This main unit oversees the following tasks: After that, it is possible to obtain the FFT combining the results with a sinus function that, as the discrete space is used, are the N-th roots of unity, W k N = e −i k2π N . Then the reconstruction of the spectrum is made, as shown in Figure 3 . After that, it is possible to obtain the FFT combining the results with a sinus function that, as the discrete space is used, are the N-th roots of unity, = . Then the reconstruction of the spectrum is made, as shown in Figure 3 . 
As a proof of concept of the proposed method, a portable prototype using reconfigurable electronics has been developed. Analog and digital reconfigurable technologies have been shown as ideal candidates for the implementation of smart instruments for biosignal acquisition and processing [17] , while new SoC devices, such as Cypress PSoC, are the core of low-cost reconfigurable platforms that can be used in different instrumentation applications [18] . In this way, thanks to its reconfigurable nature, the developed device can be adapted to different scenarios depending on the needs of calibration, alternative sensors or actuators, or even different tank sizes and materials. The main unit of the device is a PSoC 5 LP [19] , which integrates an ARM Cortex-M3 combined with FPAA-like and FPGA-like resources, thus providing a versatile and reconfigurable System-on-Chip approach. This main unit oversees the following tasks:
• Communication with the computer or mobile device via Bluetooth; • control of the hit system to synchronize the moment of impact; • acquire the sound signal and store it in the memory to transmit it later; • analyze the signal and compute the filling level. 
• Communication with the computer or mobile device via Bluetooth; • control of the hit system to synchronize the moment of impact; • acquire the sound signal and store it in the memory to transmit it later; • analyze the signal and compute the filling level.
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As the used kit board of PSoC [20] does not include Bluetooth and external memory is also needed, a shield for the development kit was designed so the full device follows the scheme shown in Figure 4 .
As the used kit board of PSoC [20] does not include Bluetooth and external memory is also needed, a shield for the development kit was designed so the full device follows the scheme shown in Figure 4 . The internal configuration of the PSoC 5LP device is illustrated in Figure 5 . As it is shown, the device configuration includes a PGA (Programmable Gain Amplifier) to amplify the signal received prior to the ADC. The ADC used is a Delta-Sigma type with 16-bit resolution. After that, 2 DMA (Direct Memory Access) channels are configured to transfer data to the memory without using CPU resources.
Also, a NVRAM (Non-Volatile RAM) block is configured to manage the data transfer between the PSoC and the external RAM through an SPI protocol. A UART (Universal Asynchronous Receiver-Transmitter) for Bluetooth communication has been configured for 921,600 bps and fullduplex mode. 
The Knock Subsystem
The knock subsystem is composed of a small driver and a solenoid, as it is shown in Figure 6 . The used MOSFET is an NTR4501 and the solenoid is the ZYE0530Z. When the MOSFET is activated through the resistance, the solenoid inductor creates a magnetic field, so the plunger goes backward. Once the MOSFET is turned off, the inductor is discharged through the Schottky diode, releasing the plunger quickly to generate an appropriate knock to the tank. The internal configuration of the PSoC 5LP device is illustrated in Figure 5 . As it is shown, the device configuration includes a PGA (Programmable Gain Amplifier) to amplify the signal received prior to the ADC. The ADC used is a Delta-Sigma type with 16-bit resolution. After that, 2 DMA (Direct Memory Access) channels are configured to transfer data to the memory without using CPU resources.
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The Sound Subsystem
In order to capture the vibrations generated by the knock, a piezoelectric membrane is used. This membrane has one contact on each side with a piezoelectric PZT ceramic plate in between. The diameter of the sensor is 25 mm in the front side contact, and the diameter of the piezoelectric material is 17 mm. The piezoelectric membrane thickness is 0.2 mm. The resonance frequency of this sensor is 4.6 kHz, with a maximum resonance impedance of 300 Ω. This piezoelectric membrane is connected as shown in Figure 5 , so the signal is first amplified with a PGA and later is digitalized using a DeltaSigma ADC. In order to have a correct acquisition, it is important to avoid dissipation of vibration within the housing of the membrane, so the backside should be firmly adhered to the prototype case.
The Final Prototype
For the final prototype, a housing case was designed in order to have a compact device. The housing has been fabricated using 3D printing and has two separated compartments, one for the electronics and the other one for the solenoid for better encapsulation and mechanical mounting of the components. In Figure 7 , a picture of the complete prototype in this housing case is shown, as well as an illustration of its positioning for measurement. It must be noted that, as deduced from the tests carried out, the exact position of the instrument does not noticeably influence the measurement results, while calibration for specific positions in the case of complex geometries is always possible. 
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Mobile APP and MATLAB GUI
As detailed above, the device allows for autonomous measuring of the level of the tank, sending the captured signal to an external device that acts as user interface. In order to use this functionality, two different applications have been developed: An Android application and a MATLAB-based GUI (graphical user interface).
The MATLAB GUI allows interacting with the device via Bluetooth, making it possible to change the number of samples captured by the device and to control the operation of the device. Once the data is transmitted, the GUI shows the level of filling according to the tank model. It also shows the acquired signal, the FFT, and the model that was used. The general appearance of this GUI is illustrated in Figure 8 . 
The MATLAB GUI allows interacting with the device via Bluetooth, making it possible to change the number of samples captured by the device and to control the operation of the device. Once the data is transmitted, the GUI shows the level of filling according to the tank model. It also shows the acquired signal, the FFT, and the model that was used. The general appearance of this GUI is illustrated in Figure 8 . The availability of Bluetooth allows mobile devices to control and read data from the device, so an application for Android has also been created. Thanks to this, the device can be used with smartphones, tablets or smartwatches. For this purpose, a Samsung Galaxy J7 smartphone has been used. It runs Android 7.0, and includes a 5.5″ screen with 720 × 1280-pixel resolution. The application is based in the BluetoothChat example [21] . The main functionality of the application is to capture, analyze and display the signal received from the prototype. Moreover, it also includes some additional control functionalities, such as:
• Defining the number of samples; • setting the triggering time for the solenoid; • microphone calibration for offset suppression; • configuration of the PGA gain. Although the application cannot create a model for different tanks, it is able to save the raw data of the acquisition in a text file, so the data can be transferred to a computer to calculate the new model for later integrating it in the application.
An example of the appearance of this application can be seen in Figure 9 . The availability of Bluetooth allows mobile devices to control and read data from the device, so an application for Android has also been created. Thanks to this, the device can be used with smartphones, tablets or smartwatches. For this purpose, a Samsung Galaxy J7 smartphone has been used. It runs Android 7.0, and includes a 5.5" screen with 720 × 1280-pixel resolution. The application is based in the BluetoothChat example [21] . The main functionality of the application is to capture, analyze and display the signal received from the prototype. Moreover, it also includes some additional control functionalities, such as:
• Defining the number of samples; • setting the triggering time for the solenoid; • microphone calibration for offset suppression; • configuration of the PGA gain.
Although the application cannot create a model for different tanks, it is able to save the raw data of the acquisition in a text file, so the data can be transferred to a computer to calculate the new model for later integrating it in the application.
An example of the appearance of this application can be seen in Figure 9 . 
Results
In order to initially test the system, an 8.5-L enameled steel tank was used. As discussed above, the tank needs to be modeled before any proper measurement, so a calibration process was carried out with measurements at different controlled fill levels. These measurements allow for deriving of the tank model, relating resonance frequency and volume.
Calibration
For the calibration process, a commercial audio amplifier [22] and the piezoelectric sensor in the prototype were used for sound acquisition. This commercial audio amplifier was used for validating the data obtained with the reconfigurable prototype and the piezoelectric sensor. Thus, the model derived from this calibration process was later integrated into the prototype. The calibration has been carried out by taking measurements from empty to full with 250 mL steps and following the frequency shift of the higher peak found in the spectrum, which was also found to be the one with more noticeable frequency variations. The results gave resonant frequencies between 615 Hz and 350 Hz. Figure 10 shows examples of how the system responds in four different cases.
With the results of the different levels, a curve fitting process has been used to obtain the model. Concretely, a four-order polynomic equation was obtained: where is the volume of liquid expressed in liters and is the resonance frequency expressed in Hz. Figure 11 shows the obtained model compared to the measurements, so it can be observed how the tank model fits the real measurements. It must be noted again that this model directly correlates frequency and liquid volume, so the proposed method is more sophisticated than the simple measurement of the height of the fluid in the tank, which is usually the case for most sensors [4] [5] [6] [7] . 
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Model Validation
To validate the prototype and the previous calibration, different tests were carried out. The test process was to measure 5 consecutive times the level of the tank without changing the point of measure. This process was repeated with 13 different filling levels separated by 0.7 l all over the capacity of the tank. The results are depicted in Figure 12 and summarized in Table 1 . 
To validate the prototype and the previous calibration, different tests were carried out. The test process was to measure 5 consecutive times the level of the tank without changing the point of measure. This process was repeated with 13 different filling levels separated by 0.7 l all over the capacity of the tank. The results are depicted in Figure 12 and summarized in Table 1 . In Figure 12 , the mean value of each level measurement is shown along with the maximum variation of the measurements. The two black lines represent the range of ±0.5 l. It can be observed how all measurements and the corresponding maximum errors are within this range, except when the tank is empty. It is also possible to observe that the measurements are more accurate when the fluid volume is over 4 l. This is explained by the behavior of the system, as the model is less sensitive as the tank gets emptied. If the frequencies obtained in this case are directly compared to those predicted by the model, which are shown as a blue line in Figure 13 with measured frequencies as red dots, it can be observed that experimental results are even closer to the model for larger volumes. This confirms that less sensitivity is thus possible for the low volume range. In Figure 12 , the mean value of each level measurement is shown along with the maximum variation of the measurements. The two black lines represent the range of ±0.5 l. It can be observed how all measurements and the corresponding maximum errors are within this range, except when the tank is empty. It is also possible to observe that the measurements are more accurate when the fluid volume is over 4 l. This is explained by the behavior of the system, as the model is less sensitive as the tank gets emptied. If the frequencies obtained in this case are directly compared to those predicted by the model, which are shown as a blue line in Figure 13 with measured frequencies as red dots, it can be observed that experimental results are even closer to the model for larger volumes. This confirms that less sensitivity is thus possible for the low volume range. Electronics 2018, 7, x FOR PEER REVIEW 11 of 14 Figure 13 . The measured frequency vs. model.
System Validation with Different Tank Materials
Finally, the system was further validated using two additional tanks, apart from the steel one used above. Concretely, a 2.5-litre aluminum tank and a 2.5-litre polypropylene container were also modeled following the calibration process described above. The aim of using an aluminum tank was to check for any influence of the type of metal in the measurement process, while the polypropylene container was used in order to validate the system when tanks are less rigid. Figure 14 shows, in the same way of Figure 13 , the models (blue line) and the measured data (red dots) for both tanks. The behavior in the case of the aluminum tank is close to that of the previous steel tank, with a similar model fitting. In the case of polypropylene, the lack of rigidity results in a different model shape, which in any case still reproduces the expected correlation between frequency and liquid volume, thus confirming the validity of the prototype instrument. 
System Validation with Alternative Fluids
In order to analyze the influence of the type of fluid in the tank, the calibration process for the steel tank was repeated using olive oil, whose viscosity is approximately 80 times higher than water's but whose density and bulk modulus are noticeably lower than those of water. Figure 15 shows the relationship between frequency and volume when the tank is filled with olive oil, compared to the model obtained for the same tank filled with water. Model shapes are similar for both water and olive oil, but at higher fluid volumes the variation in frequency is lower for olive oil, as different physical 
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In order to analyze the influence of the type of fluid in the tank, the calibration process for the steel tank was repeated using olive oil, whose viscosity is approximately 80 times higher than water's but whose density and bulk modulus are noticeably lower than those of water. Figure 15 shows the relationship between frequency and volume when the tank is filled with olive oil, compared to the model obtained for the same tank filled with water. Model shapes are similar for both water and olive oil, but at higher fluid volumes the variation in frequency is lower for olive oil, as different physical parameters for both fluids result in different frequency-volume relationships. While higher viscosity should attenuate the acoustic resonance in the fluid, it also affects the vibration of the tank itself, and fluid parameters such as bulk modulus and density will also influence the way the fluid and tank interact, thus affecting tank vibration. In any case, the presented instrument does not require us to take into account any of these effects and parameters, as they are embedded in the frequency-volume model derived from the tank calibration for each fluid.
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The Effect of Tank Inclination
In order to verify the influence of tank tilting, calibration for the steel tank was repeated for five angle steps, from 0° to 20°. From these measurements it was observed that the frequency tends to decrease as the tilting angle increases, an effect that is emphasized for larger fluid volumes. Figure  16 presents the resonance frequency as a function of both angle and fluid volume in the tank. As it can be observed in Figure 16 , the effect of tilting is any case not significant, so small corrections to the model could be introduced as a function of the angle, or even a planar model relating frequency to both volume and angle could be derived from calibration at different angles. Even without any correction, the error caused to the volume reading by inclinations up to 20° is 2.9% in the worst case. Thus, the presented instrument and measurement procedure can be used even for non-stationary tanks. 
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In order to verify the influence of tank tilting, calibration for the steel tank was repeated for five angle steps, from 0° to 20°. From these measurements it was observed that the frequency tends to decrease as the tilting angle increases, an effect that is emphasized for larger fluid volumes. Figure  16 presents the resonance frequency as a function of both angle and fluid volume in the tank. As it can be observed in Figure 16 , the effect of tilting is any case not significant, so small corrections to the model could be introduced as a function of the angle, or even a planar model relating frequency to both volume and angle could be derived from calibration at different angles. Even without any correction, the error caused to the volume reading by inclinations up to 20° is 2.9% in the worst case. Thus, the presented instrument and measurement procedure can be used even for non-stationary tanks. As it can be observed in Figure 16 , the effect of tilting is any case not significant, so small corrections to the model could be introduced as a function of the angle, or even a planar model relating frequency to both volume and angle could be derived from calibration at different angles. Even without any correction, the error caused to the volume reading by inclinations up to 20 • is 2.9% in the worst case. Thus, the presented instrument and measurement procedure can be used even for non-stationary tanks.
Discussion
A non-intrusive system based on sound resonance for measuring the filling level of a tank has been presented. A prototype system has been developed using reconfigurable technology and tested with different tank materials. With the results above, the system has been shown to be valid for measuring the fill-level of a tank. The mean relative error over the full range is 6.25%, in the case of an enameled steel test tank containing water. Nonetheless, this error is drastically reduced to 1.318% when the tank is filled over half of its capacity, in the range of 4 to 8 L, with the maximum deviation of 4.76% at 4 L. This high error when the tank is almost empty is due to the combination of two reasons: The precision in frequency of the system and the sensitivity of the sensor in that range, in which a small variation in frequency is translated to a big variation in the volume estimated by the model. Thus, while system precision is almost constant, the model relating volume and frequency is not linear, so the error is not linear and is larger for lower volumes. In many industries, this low sensitivity at low filling level is not a problem as, usually, the tanks are not completely depleted during normal operation.
Additionally, different materials have been tested with positive results in both aluminum and propylene tanks, while different contents were also studied to observe the effect of fluid viscosity. In this particular case, olive oil was used with a lower sensitivity in the measure due to higher viscosity. Finally, the effect of tank inclination was analyzed and, while a small variation in frequency was found, results confirmed that the system can be used for non-stationary tanks. A more sophisticated model including the effect of tilting during calibration can be derived for improved readings.
In conclusion, a non-intrusive system has been developed to measure the volume inside tanks. This system is based on reconfigurable electronics and allows us to measure different types of tanks without interfering with or accessing the contents of the tank, only requiring a previous calibration. Thanks to this calibration, the volume of the tank is directly obtained without transformation from height to volume. The presented prototype is not only portable, but also includes wireless communication capabilities, and thus it can be used in a distributed measurement system using wireless sensor network technology. Additionally, the combined use of this device and the associated Android application running on a mobile device (smartphone, tablet, or even wearables such as a smartwatch) makes it possible to use the system as a low-cost measuring hand-held tool. 
